[Determination of the most favorable impulses in oral irrigation using a new device].
The present paper discusses the question of the most favorable kind of impulsing the flow liquid in oral irrigation. A pulsation synchronous with the user's heart rate is considered optimal. The utilization of electron timing components which operate solenoid valves offers the possibility of securing (without complicated measuring and controlling systems) a synchronization of the pulsations of the water flow with the patient's heart rate which is sufficient for practical purposes since an acceleration of the blood flow is primarily achieved by removing the venous stasis.